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ABSTKACT

The canister from a U. S. Navy Standard Oxygen Closed-Circuit Breathing
Apparaius was modified to accomodate reduced loads of pellet Baralyme,
Polystyrene rods, inserted longitudinally, were used to occupy the
vacated intracanister space. In a controlled laboratory environment,
and with a mechanical respirator for the simulation of respiratory and

COg production values, the relationships b tween absorbent weight and

- swimming duration were determined. A number of canister design and

absorbent fuaction characteristics were concurrently studied.éh <

Reducing the neight of the absorbent charge by not more than about
one-half pound d¢id not appear to significantly affect functional
duration. Any further reduction of the standard pellet Baralyme load,
however, cannot be recommended for use. This conclusion is based upon
the experimental observations that decrements of absorbent weight cause
corresponding greater reductions of the modest functional reserve time
period,”as measured from the swimming duration limit at the breakthrough
event, to the point of total absorbent exhaustion. If this important
effect of smaller absorbent charges is superimposed upun planned
operational swimming times chosen to correspond with the canister
functioning time, the occurrence of casualties due to acute CO2
retention must he anticipated. Any beneficial result which might be

 expected from these smaller pellet Baralyme charges, therefore, should

be of sufficient significance to compensate for the added hazards to

individual swimmers and to mission completion., Fiscal advantages were
postulated and examined, The limited economies were not felt to be
of importance,

Segregated from the report proper, as appendices to it, are subject

 areas of limited or special interest which relate to the study thesis,

but are peripheral to it.
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SUMMARY

PROBLEM:

To determine the amount of CO2 absorbent required for 0.5, !, 1.5 and 2
hours swimming, using the U. S. Navy Standard Oxygen Closed-Ci.:uit
Breathing Apparatus.

FINDINGS2

With reference to the canister environment and the stresse- used, the
requested curve of swimming duration - pellet Baralyme weight has been
derived. Employing polystyrene rods of varying diameter, to occupy
intracanister volume in place of portions of the absorbent, the resis-
tance to passage of air thiough the canister was observed to rise toward
unacceptable levels as the tests progressed to their endpoints. The
time span from breakthrough to absorption system exhaustion was noted to
decrease logarithmically with each successive absorbent weight reduction.
The operational risks thereby entailed aie clear. Problems of indi-
vidual response uncertainties are an important limiting aspect

of absorption system testing validity.

- RECOMMENDATIONS

(1) That the swimming duration-reduced canister load data be considered,
primarily, as an addition to the fund ¢ knowledge in this area, but that
operational employment of reduced absorbent loads be dismissed, The sole
- exception to this suggestion is an approximate 0.5 lb. absorbent
decrement from maximally-loaded systems. S

{2) That a concept of absorption systems be adOpted by apparatus designers,
so that canister specifications and specific absorbent characteristics can
be planned to complement each other in all respects. Appendix C deals
with these concepts.

(3) That a project be established to authorize basic studies of absorption
system design, with the expectation that the dimensions and specifications
for an optimal system will result therefrom., Alternatives to the
conventional chemical CO2 removal methods might concurrently be examined.

(4) That underwater swimming studies of COy elimination systems be
conducted with numbers of subjects exceeding customary saspling limits.

ii




ADMINISTRATIVE INFORMATION
Authorjzatjons Bureau of Ships ltr C-9940 ser 638-03 of 24 Jan 1963

Chronglogys: Project outline submitted - 12 June 1963
Experimentation commenced - 15 July 1963
Experimentation completed - 17 Feb 1964
Project report submitted - 1 May 1964

Personnels: V.E. SHEEHAN, HMC(DV), USN and C.W, DUFF, HMCA(DV), USN
were designated as project engineers. They designed and fabricated the
testing apparatus, conducted all the laboratory runs and underwater
swimming trials, and performed the preliminary data computations. A
comprehensive evaluation of the mechanical respirator was conducted

by Chief SHEEHAN,

LCDR M.W., GOODMAN, (MC), USN, as cognizant project officer, prepared
the project outline and the project report, designed the experiment
and evaluated the data, and is solely responsible for its validity
and applicability,

1

The manpower investment in this project is as followss

DESCRIPTION MANHOURS
(1) planning, literature review and experimental 30
design
(2) testing, assembling apparatus and modifying 60
canjsters
(3) preparation and calibration of flowmeters, i)

pressure transducers, CO2 analyzers, volume-
measuring devices and the mechanical respirator
{4) experimentation, laboratory runs
(%) experimentation, urderwater runs
(6) data analysis and preparation of report
(7) drafting
(8) typing

ghngsa

TOTAL
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CLCSSARY

ATPSs Abbreviation which signifies that a given vclume of 3 gas was
affected by ambjen* conditions of tempersture ana barometric pressure
ouiing the measurement procedu:e, and that the y»3 is saturated with
water vapor at that ambient temperature,

BREAKTHRQUGHs Multiple connotations attend this word., Generally it is
taken to mean the graphically intersecting (¥CO, - time) peoint after
which canlster function deterioration accelerates. Throughout this
report this breakthrough poirt has been defined as occurring when

0.25% CC)» concentratior appears in the canister exhaust gas,

BREATHING RES!STANCE: The impedance to a gas flow phase {inhalation
or exhalation), expressed in units of centimeters of water per liter
of flow per second: added respiratory work efforts may be recuired
of the diver,

EFFECTIVE ¥ Clps The T corientration which actually occurs or exerts
an effect at a depth, e.g., 4t _J7, a* 99 ft., would be analyzed at
surface pressure as lX; *he effectc of *he gas, of course, are
important with refererce ¢~ t>e 1iver at depth,

EFFICIENCY OF CC)p ARSCRPTIUN: Thls phrase has been used to express
percentage of the total absorptior capacity for CO2 actua.ly used
during a snecifiea < me,

THOESN T s Ar spparatus for *he study of oxygen consumgtion and the
prysivicgy ! duscuLar exeilise, The 'J, S, Navy Uxperimental Tiving
R R eapee® ALY wrITEREeCer 0 rratey i tectgms 0F e work

Mt e Lol L e r e LTS R

FURCTT ML PESE-VE INTI®A AL Tre elapsed L:me pericy btetween the
breakthrough even® and the frank loss of *re JL2 absorptior functior
as defined by detectior of ¢ mean corceriratior of U.5% Lu, passing
through the (anister,

RTZRGr NV rr SPCT e The "vala® spate betwsen part.clies of sbsorbent,
and between particles and *re canisisr bulehean,

LPMg  Abbreviat:nr ¥¢ - | cev . per o wm oroee

HMV: . Abbreviation for respiratory mirute volume, generally measured as
total gas expired per measured mirute,

-~ RQs  Abbreviation for respiratory cuotient, the ratic of .2 produced
to oxygen consumed,

STPDs  ADbreviatior which s'gr.¢ #s that a aivygn 1as volume value has
been adjusted to .ts cov: rv s i Lolume o O L istanderd temperature),
1 awm. pressure (s°d, prusiurel, witl no water vupcr effect,

¢
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SWIMMING DURATION LIMIT: For reporting purposes this has been defined
as a specified time (in minutes) for which a specified pellet Baralyme
quantity can, thecretically, be used under ideal conditions. The limit
occurs when 0.25% CO2 (effective) is the consistent canister exhaust
gas concentration,

Qggé};vkbbreviation for COp production, expressed as volume of CO2
(1iters)- per unit time (one minute).

Vofx Abbreviation for nxygen consumption expressed as volume of oxygen
(17ters) per unit time (one minute).
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1. INTROLUCTION

1.1 Gepersl

(1) A charscteristic common to all Y. S. Navy closed circuit and semi-
closed circult diving rigs is that their ultimate utility and operationei
duration are limited by their U0, removal capability. Within the scope

of diving depth and time situations generazlly encountered in self-
contained underwater < wimminc, the CC» absorption ability i{s usually
adequate, but it stands apart as the most significant single factor
obstructing any increasingly efficient safe exploitation of outher apparatus
components. Recent developments and foreseeable advances in compressed-
gas cylinder technology, cryogenic gas storage technics, portable efficient
energy sources, body heat conservation methods and devices, swimmer under-
water-propulsion systems, senscr-servomechanism gas supply controls, and
diver-carried decompression computers have been widely discussed and
eagerly anticipated, However, our limited absorption system technology may
well prove to be a3 source of intolerable irritation and inertia when
concerted efforts to extend operational diving limits are initiated,

(2) An obvious corcllary to this evaluation is that the absorption systems
in current use represent neither the application of thorough research
investigation results, nor even an empirical synthesis of the best
information from diving and anesthesia-canister literature. These sources
(in particular the extensive closed-circuit anesthesia system data)
strongly support the "absorption system™ concept. As employed in this
report, the word “"system™ is intended to denote the structural and
functional interaction of a specific type and amount of absorbent, with-
in a canister especially designed for it, A notable example of an
effective absorption system is the Roswell Park anesthesia canister
charged with high-moisture soda lime, Modifications of such proven,
established systems are unlikely to trigger signjficant improvements in
performance, The outcome, rather, may be a decrement in some basic
performance parameter, and a resultant, avoidable, danger to the user,

1.1.2 Carbon Dioxide end the Underwater Swimmer. As essential to the
maintenance of health and life as oxygen, the carbon dioxide content

of tissues, blood and alveolar gas must not depart from the normal by
more than a few millimeters mercury partial pressure. The sukjective
symptoms of CO2 retention and of CO» loss (hypercapnia and hypocapnia,
respectively) may be remarkably similar at first. Acute carbon dioxide
retention has been implicated in the mechanism responsible for sudden
loss of consciousness during underwater exertion. Perhaps of most
unfortunate significance for the closed-circuit rig underwater swimmer
is the insidious, covert nature of progressive CO2? intoxication, and
the nonspecific nature of its clinical profile. If early CO2 poisoning
could consistently announce its presence as dramatically as does, for
example, acute appendicitis, the reasons for concern in these respects
would largely cease to exist.

1.1.3 Selection of the Cenister Functional Endgeint. Duffner (7)
suggested that, with specified swimming conditions prevailing, 1.0
percent (effective) carbon dioxide concentration in the gas passing
through ana exiting the canister constituted the ideal functjional

1
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state. In the omnibus NAVADIVINGU Research Report 1-60 (13}, Huseby con-
sidered the terminus of his test runs tc have occurred when 0.5% CO; was
detected distal to the canister. In this present report the appearance
of 2 consistent voncentration of 0.23% CO2 passing through the caniste:
bas been designated as the functicnal endpoint. While this may seem
artificial and arbitrary in some respects, several factors governed the
choices

(1) Correspondence (4) specifying the nrimary objective of this study
did not prescribe any limiting parameters, thereby reserving freedom
of choice to the cognizant investigator.

(2) Tolerance to the pathophysiological effects of CO2 is noted for
broadly varying individual susceptibility. There are indications that
individuals might, theoretically, be placed in categories according.
to their respiratory responses to inhaled CO?2 (15). This is not yet
practical, ktut the existence of broadly-varying tolerances to COz has
been established among healthy young males.

(3) The suspicions, long held (19), that retention of carbon dioxide

by the body could be facilitatea by the breathing of oxygen at increases
pressures has recently been guantitatively reported (16). Therefore,

in selecting performance standards for these tests, and in reference to
these severa. reasons, an effective percent CO2 of insufficient magnitude
to harm any individual underwater swimmer has been selected.

(4) This functional endpoint is felt to be one of two conservative safety
factors engineered into the experimental design. It is hoped that any
undetected systematic error, if present, might thereby be counter-
balanced in the direction of swimmer protection,

- (9) The structural characteristics of this canister, when subjected

to respiratory volume and frequency challenges equal to or exceeding those
here reported, are such that progress from the breakthrough event to
complete exhaustion should be rapid., Therefore, reduction of the
absorbent weight ought to be associated with further losses from this smal!l
functional reserve. An effective concentration of 0,5 CO» in the caniste:
exhaust gas may, therefore, be considered to represent impending, if ro?
actual, loss of the absorption function. These reiationships have been
thoroughly explored {3){(17)(18).

1.2 Ohisctives

1.2.1 Spacific Obiective. This project was performed and is repcrted in
compliance with a Bureau of Ships request for determination of, “the
amount of COZ absorbent required for 0.%, 1, 1.5 and ? hours swimming,
using the U. S. Navy Standard Oxygen Closed-Circuit Breathina
Apparatus,” (4). The data ies presented in tabular format and graphically.
Conclusions and recommendations as to the utility-safety aspects of
operational applications ere noted where appropriate.

1.2.2 _gllatsxal Obisctiyes. Within the limits imposed by the primary
objective and the assigned project priority, the particulars and parameters
listed in paragraph D2 of the project outline (5) have been explored. This
data, and the following interpretative discussion, provide additional
knowledge referable to the test canister, and to future design research
efforts.

~.
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1.3 Ss0pe
1.3.1 Mechanical Respirator Siudies. The bulk of the reported data was

generated during test runs utilizirng a positive displacemert mechanrical
respirator (14) to deliver sine-wave flow tidal volumes at preselected
fredquencies, All recognized variables relating to canister-absorbent
function were requlated or monitored. Details of the test environment
design and control are discussed in succeeding sections, and are summarized
in Table I.

1.3.2 Underwater Swim Studies. The number of working swim-dives was

not expanded because of the observed influence of individual variability
factors which appeared. Additional manhour expenditures in these efforts
also seemed not to be indicated by the emerging pattern of laboratory
testing results. A recent series of dives employing the closed-circuit
oxygen rig, but with granular Baralyme in the canister, is partially
reported for interest and contrast to the pellet Baralyme absorbent data,

2. PROCEDURE

2.1 The Basis of Experimental Desian

2.1.1 ic n_a imitation of laboratory Data. The diversity of
the multiple factors affecting canister-absorbent systems is generally
appreciated., However, some distinction is required when laboratory
experimental influences are cpplied to these factors. Fundamental to
the interpretation of the project results is the realization that they
have been induced by influential elements which may not relate,directly,
to any conceivable operational situation, The basis of laboratory testing
resides in the abllity to control the inputs to the test object, sc that
its responses can be studied in more-or-less pure form, Therefore, in
terms of general applicability, the project data can be related to every
conceivable operational situation, This recuires the use of suitable
correction factors to compensate for the specific actions of any
encountered conditions, e.g., waier temperatures. This extrapolation
from the artificially-controlled, unrealistic atmosphere of the
experiment, to the comprehensive spectrum of operational stresses and
circumstances, is valid and can be accepted with confidence when the
correction factors are supplied by logic and the experienced judgment of
senior divers, (Generalization in this fashion is, of course, the
inductive reasoning method, which is fundamental to the formation of
technological systems from elemertal research contributions.)

2.1.2 F :
(1) Design and Canister Modifications. Rods of polystyrene plastic,

oriented centrally in the long axis of the canister {Fig. 1, were

chosen to compensate for the vacated volume of the displaced Baralyme,
Broomsticks, or any simi{iar roughened or coarse-surfaced round or

oval rod could be idertically employed, provided that it did not react
chemically with the absorbent. The method of accomplishing the modifi-
cation, as distinct from the reduced absorbent mass itself, affects

the final performance by virtue of the disturbed gas-flow, as a con-
sequence of induced channelling pathways, and by breathirg resistance
increments. Imagination as well as sound judgment can, with just ficatior,
be employed in these manipulations because the reservoir of basic
irformation on canister design is not extensive. What .nust be appreciated AN
is the potentially decisive effect due solely to the me*hod of reducing

the canister load, 3
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TABLE

EXPERIMENTAL
CANSTER yesy | FESPRATORY TIDAL FREQUE!
MINUTE VOLUME VOLUME (BREAT!
CONFIGURATION NO. | (Lpm , STPD) | (LITERS,STPD) MINUT
UNMOOIFIED i 23.5 2.35 0
UNMODKFIED 2 24.2 2.42 10
UNMODIFIED 3 2e.8 2.68 o
MEAN 24.8 2.40 10
STD. ERROR 1.8 0.18 -
1" CENTRAL ROD t 22.5 2.25% 0
I CENTRAL ROD 2 21.6 2.18 (]
1* CENTRAL ACO k} 21.0 2.10
MEAN 217 2.17 10
STD. ERMOR 0.8 0.08 -
.Y CENTRAL AOD ) 258 2.58 0
1.5" CENTRAL ROD e 2904 25! i0
LS* CENTRAL 3 203 2.83 0
MEAN 217 2.17 10
STD. EAMOR .7 0.7 -
LTSCINTRAL MOD | 26.2 2.62 10
L5 CENTRAL  ROD 2 5.7 .57 10
175" CENTRAL 3 8.7 a.67 0
MEAN 2.2 282 10
STD. ERROR 6.8 0.05 -
" CNTRAL WD | 4 ns 208 0
2° CENTRAL L. 2 28.0 280 10
2" CENTRAL ) 2.1 an
MEAN 2.2 2.62 0
STD. EAROR os 0.08 -
——
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iL CONDITIONS

JUENCY CARBON  DIOXIDE MAXIMAL, WPUT AMBENT
ATHS/ PRODUC TION INSTANTANEOUS GAS WATER
UTE) (LPM , STPD) FLOW (LPM) | TEMPERATURE (°C) | TEMPERATURE (*C)
0 .08 73.08 271 19.9
0 .09 76.08 26.9 20.7
0 .21 84.26 26.9 20.1
0 12 78 07 27.0 20.2
0.08 5.8 0.2 0.4
) Lol 70.74 27.3 2.5
) 0.97 87.91 271 2.8
. 0.5 68.02 26.2 9.6
) 0.98 68,22 26.9 20.9
0.03 2.3 os 1
116 o2 2.2 14.2
.30 91.49 21.0 20.0
.27 08.98 25.9 9.8
124 87.20 28.4 18.0
0.07 5.4 1.8 33
L1 82.37 2.2 17.3
iie 00.80 239 1.7
1.20 03.04 24.0 15.7
118 7. 2.7 L XY
0.02 [} o4 it
L7 9.0 263 "
.20 TR} 2.0 .8
L 02.08 2. i1.0
118 s2.48 %0 1.2
002 o 0.4

(-2 ]
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Capacity for the absorbent
Shape of the canister
Length of the canister

Diameter (both I.D. and E.D.! of
the canister

Lengths:Z:ameter ratio

Intergranular spacer tidal
volume ratio

Canister inte-nal surface

JGh ANG MODIFICATION Fi.

Z1ORS

kExhalation hose length
angd diameter

Exhalation bag=-canister
check valves

taffles and screens
Plenum chambers
'msulation

Crientetion of canjster
and exhalation bag

characteristics: alirtlown
resistence: airflow turbulence

(?' Ambjent Conditions. :tfforts were directed to the maintenance of
constant canister conditions during each test, and for the entire
seouence., HKeasonable values which cculd br achic.ed, monitores, anu
adjusted within the lit.!ts of tre eouipment * hand were sejected and
maintained. . he impossibility of finaing representative canister
environment values for simultaneous direct epplication to, e.g., Arctic
and Tiopical conditions, has been ackrowledged,

AMETENT 7 2 TORS ANL PELOET B 9HALYM: FUNLTION EFFECTS

Nater temperatures t«ndency to oiminish efficiency in

cold water

Depthipress ==)3 *endency to diminish cdurastion as

.ressure increases

Input gas ternerature: tendency to Jdiminish rate of

absorption s temperature drops

rput gas remiditys teriency to diminish rate of
absorption s humidity falls

; .enen .5 Cotegory of canister-absorbent stresses
{s the least-firmly r'edxctalae of the recognized influences, For this
reason, and ir view ¢. the paramount reouirement for safety, the
respiratory crallerdes delivered 1o the test canister were consistently
severe, caiCuletiors were ba<ed upor a constant swim at 0.8 knots for

the entire duratior of each test run,
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FIGURE 1. CAMISTER MODIFICATION SCHEM T T,
all the cylinorical-plastic red inserts., Superimposit
full-scale, saggital-section canister schematic woula
anu screen {left, lower) is secures to *re rnd, ensuri
~ rod. Exhalea gas enters the canister tnrough the uppe:
the peripherzl, concentric channel between the innar ar
finally, against and into the absorbent mass. The ful]

surface of the absorbent i{s presented to tre entering ¢
the lower hose adaptor,

The upper




The upper, double-scale sketcr
iperimpositior. ¢f the rog dgir
1tic woula emphasize that the
nd, ensurin
b the upper
he irnar ano

represents

ectly onto tne
irner shel]

g centraj orientation of the
hose fittirg, is directed viga
outer canjster shells, ang,

« The full, circular Cross-sectiona)
entering gas. Exhaust 9as exits by




BREATHING PATTERN-CO> PROCUCTION FACTORS AND THEIR EFFECTIS

Tidal Volumes Irregularity and excess over canister
gas volume tend to diminish efficiency

Respifatory frequencys Increase and iiregularity tend to
' diminish efficiency

Lxpiratory flow rates  Increases tend to diminish efficiency
‘due to decreasing gas-absorbent contact
i times
CO2 Pruduction: ~ Canister duration varies directly w1th

this. parameter

(4) Canister-Packing Factors. Each canister modification was processed

according to predetermined routines, Canister filling was performed
by @ s*andard technique so as to insure uniform filling and minimal

dusting, All pellet Baralyme came from one manufacturer's lot, and

was screened prior to use (common window screen)., These procedural

pattern excarpts are cited as typical laboratoxy control factors.,

- CA ER~ KING FACTORS AND EFFE
Canistax packing technique: Influences absorbent weight,
. rvoid space, dusting
Packed canister breathing - Increases as_ absorbent is
rosistances . © . consumed; may beccme severe

e o : g enough to provoke added CO2

production and -retention

2.2 Mechanical Respirator Studies

2,2.1 Gag Sunply and Flow Path. Figure 2 has been designed as an
jllustrative block-diagram summary of the basic apparatus-components in
their flow-path functional sequence.

Conoxcssed air, supplied by the high-pressure storage banks, was blended
with 100% COo from cylinders, in a 120 liter meteorological balloon.
Gas flow rates and relief valve s.ttings were empirically adjusted for
maintaining uniform production of a 4.5% CO2 in air mixture. The
wechanical respirator "inhaled” this gas from the mixing balloon, and
"sxhaled” it into the conister yia a humidifier (in which the gas was
warmed to hody tcuporature, 37°C, and saturated witi. water vapor) and
an exhalation hose {immersed uith the canister in a temperature-
roquletcd water bath) into the apparatus expiratory bag (also immersed;
oriented to swimminc posture position) and then into the immersed
canister. Exhaust gas was directed above the water suriace through a
1§ I.D. smooth-bore, minimal-resistance tubing segment.. The average
bath temperature, for all runs, was 18.8 C The warmed “exhaled"
g#s dropped in temperature by at least 10°C during its passage through
the expirstory hose ond the breathing bag., Barometric pressure was
measured with a cistern mercury barometer, and the readings were
subjected to conventional correction processes.
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2,2.2, Flow, Temperature and Pressure Monitorina. The dual-source gas
supply was directed through Schutte and Koerting fiowmeters, appropriately
calibrated. Humidifier and canister water-bath temperatures were
measured with precision immersion thermometers graduated in 0.2°C
divisions, These were checked for accuracy with 2 National Bureau of
Standards certified Beckmamndifferential thermometer. Submersible

pumps and immersior heaters were used to maintain the designated
temperature limits. A resistance bridge differential pressure transducer
(Statham Instrument Co. Model PR23-10-300) sensed gasflow resistance

at 2 site immediately adjacent to the canister input fitting. The
transducer signal was directed to a Sanborn Model 350-1100B carrier
preamplifier and was recorded on the strip-chart of a Sanborn model
964-100 direct writing galvanometric recorder.

2.2.3 Caxbon Dioxide Analysis. The input gas mixture composition was
sampled and analyzed periodically during the test runs. Canister exhaust

gas monitoring was continuous, interrupted only by periodic calibration
checks. The sampling lines (small-bore, thick-walled polyethylene

tubes) delivered their gases to a Beckman Spinco model LB-1 medical

gas analyzer via a system of pressure-contro]l valves and a Brooks rotameter
flowmeter. A Beckman microcatheter sample pump was employed. An
Esterline-Angus 0-5 milliampere span strip-chart recorder received the

LB~] amplifier output. Optimal and consistent pressure-flow dynamics

were thereby attained for both the calibration and the analysis. Complete,
formal calibration was performed prior to and following each experiment.
Calibration mixtures were prepared in 200 cubic foot gas cylinders with

8 Pressure Products Industries diaphrage compressor, mixing being
facilitated with a motorized gas cylinder roller. CO2 concentrations

were established when micro-Scholander analysis of four consecutive samples
did not vary by more than 20,02, Details of all analysis procedures

and instrumentation methods are described in the Experimental Diving Unit
Standard Analytical Practices Manual (10).

2.2.4 Gap Volupe, Flow Pattern and Delivery Freguency. Simulation of

human respiratory parameters was performed with a positive displacement
mechanical respirator. The recommendation of Duffner (7) that
respiratory volumes be of sufficient magnitude to exceed established
underwater swim values has been followed., Al. gas volumes were measured
with a Collins 100 liter spirometer, and were reduced to standard
conditions, Incompetancy of the O-ring seals of the respirator cylinders
caused variations in delivered volumes. The basic values desired at
ambient conditions weres

Respiratory minute volumes 30 LPM
Respiratory freauency: 10 breaths/min,
Tidal volumes 3 liters

Neticulous measurements of all aspects of the mechanical respirator
performance were required to prepsve it for use. Tranmmission of shaft
power to the cylinder thrust rod was accomplished with & positive-
motion grooved cam. The tidal volume outputs were thereby given sine-
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wave flow character. This provided the capability to deliver stroke
volumes with instantaneous flow values which actually represent those
produced during hard-work efforts. The range of maximum instantaneous
flows achieved was 66-9]1 liters per min,, the mean value being about
80 LPM.

2.2.5 Calculations and Mjscellsneous Procedural Methods

(1) Egz_Pf°dUCt~°"- tor a constant-rate, sustained, 2.6-0.8 knot swim,
the Oxygen consumption was assumed to be constant at 1 30 LPM (STPD).
This value was selected as representative for the steady-state energy
expenditure plateau and was derived from a study of several sources
6;(8)(9)(20). This value was processed as shown below, and a “c rbon
dioxide production” value obtained. From this the actual test gas
mixture composition was derived.

Vo, = 1.30 LPM(STPD) Vcop = 1.12 LPM(STPD)
R.Q. = 0.85 (assumed)
= LS W
VCop(ATPS) = VC0R(STPD) X omym= X 37
= 160 (312273
Vcop(ATps) = (1.30K 555, 743) (%573~
Vco,(ATPS) = 1.3 LPM (1 atm. pressure, body temp.)

%COp of “exhaled"” gas = (RMV ) (100)
%COp = 1383 X 100
%COp = 4,90
(2) Avsorbent Weight gnd Volume. Canister Packing. Weights of both

empty and packed canisters were estimated with a platform beam balance.
Each Baralyme weight was established by simple subtraction. Intre-
canister floodable volume was determined by filling with water, The
volume occupied by each weight allotment of Baralyme was measured by
packing in a 2000 ml. graduated cylinder., The accurecy of these weight
and volume determinations is not likely to be very high, but the
measurements do relate one to another. Calculations of bulk and apparent
density of the packed canister loads suggests that the Baralyme was of
uniform hardness and that despite efforts to pack each canister in an
identical manner, there was some variation in space-weight distribution.
The uniform packing procedure is described below. (No particular
importance is attached to this procedure other than the impress. n

that it asppeared to be effective in minimizing dusting, and that it was
used for all the runs.)s
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Baralyme cartons were opened carefully to avoid shedding
wax particles onto the contents or the screen.

About one-third of the contents were dumped onto the
screen. Alternating shaking and rotatory movements were
used tc isolate dust and fragmented pellets.

Screened pellets were swept into the canister,

The canister was rotated °~Jj repeatedly struck with the
flat of the hand.

2.3 Underwater Smim Studies

2.3.1 ﬁuyiggig. Each participant was a NAVXDIVINCU enlisted diver
(NEC 9342) who was proficient in closed-circuit rig diving, and who
was familiar with the work-rest routines and the NAVXDIVINGU
underwater trapeze ergometer (20).

2.3.2 Canister Modifications. (See Tablell). Three underwater
swims were performed with the minimal absorbent weight loading (2*

central rod) in the modified closed-circuit canister. One swim test
of the un-modified rig is reported. For each one of these swims pellet
Baralyme charges were employed.

2.3.3. AMAphient Conditions. The following test conditions were common
to all four of these experiments:

Water Temperature: 30.0 - 32.2°%

Depths 20 ft. S.W,

Ergometer Work lLoada 8 ib. pull (0.9 knot swim)
Swim-Rest Sequence: 30 min. work - 5 min., rest

2.3.4 Carbon Dioxide Analvzis. Continuous monitoring of gas composition

st 2 sampling site adjacent to the cenister exhaust fitting was per-
tormed routinely. The Experimental Diving Unit wet pressure tank

dual gas-monitoring setup was employed. Except for the necessary
underwater fittings, and a somewhat more complex pressure-flow regulation
nenifold, the apparatus configuration adheres to the description
slready presented.

2.3.% Graoular Baralves Closed-Circuit Rig Swima. Six representative

working dives, varying in depth from one to 120 feet, have been

reported because the standard oxygen closed-circuit aspparatus was used

for esch. The work-rest secuence wis 2 10 min.-% min, pattern in every

Case, e bottom times were of planned specific duration, in distinction

to the dives for which absorption-system parameters trigqered tthe

terminal events of each dive. Cranular Baralyme sbsorbent w: used

in each unmodiiied canister. Note that dives #2 and 86 (Table !Il)were made

with the identical absorbent portion in tne canister. A total of 4 hours

 exposure (10 min.-5 min. pattern), without detectable COp piass je through
the Barelyme, was observed.
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TABLE Ir

CANISTER MODFICATIONS AND PELLET BARALYME
ABSORBENT CHARGE WEIGHT.

CANISTER WEIGHT OF ABSORBENT
CONFIGURATION GRAMS POUNDS
UNMODFIED I 2480 5.48
UNMODIFIED 2. 2445 5.42
UNMODIFIED 3. 2450 543
MEAN 2458 544
STD. ERROR i9 04
I"CENTRAL ROD |, 2224 492
I"CENTRAL ROD 2. 2210 489
I"CENTRAL ROD 3. 2190 4.84
MEAN 2212 4.89
STD. ERROR 18 06
1.3"CENTRAL ROD I 2020 4.46
LS" CENTRAL ROD 2. 1970 4.33
18° CENTRAL ROD 3. 1990 440
MEAN 1993 4.4
STD ERROR 25 00%
|’ 78"CENTRAL ROD 1. 1830 4.08
L7S"CENTRAL ROD 2. 1830 405
L78"CENTRAL ROD 3. 1830 405
MEAN 1830 4.08
STD. ERROR 0 o
2"CENTRAL ROD | 1635 3.62
& CENTRAL ROD 2 1810 3%¢
2"CENTRAL FOD 3. 1640 363
MEAN 1628 360
STD. ERROR 6 03
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UNDERWATER SWIMS WITH THE US NAVY §

FULL AND
CANBTER ABSORBENT WATER DEPTH S - R
PATTERN
CONFIGURATION WEIGHT  (LBS) | TEMP. °C | FEET  sw.
! WORK LG
3 CONTNIOU
UNMOOF €D $.00 30.0 20 L g eOUND O
—— et e o e e R .
27 CENTRAL ROD 172 3 20 30 MUTE W
2° CENTRAL ROD 388 E 20 S MNUTE RI
27 CENTRAL ROD 3.67 32.2 20 20 POUNO ¥
1. UNMCOFED 588 2.0 °
2. UNMODIFED .68 30.0 0 0 UTE S
3. UNMOOIIED s.m 200 .3
5 MvUTE RE
o, POIDFED . 0.0 3
5. UNMODIED 620 200 120 % Pounn Pu
6. UNMODF €0 0.20 20.0 10
_. .




TABLE X

Y STANDARD OXYGEN CLOSED - CIRCUIT BREATHING APPARATUS WITH

NO REDUCED ABSORBENTY CHARGES.
- REST TWE BANUTES) TO DETECTION OF CO2 PASSING
ABSORENT
N AND THRY CANSTER REMARKS
USED
LOAD TRACE| Ot | 028 {02501 0.38] 0.49] 0.5
Uous ; SN R I (U AN U PELLET TERMINAL ® Oz OMLY VALUE
) UL 5 82 | ganavme | OBTAMED
R B S S ’L —
; ;
E WORK, s | e @l —  —  — _ [
x
| PELLET NOTE END -PONT
© REST, 20 | a2 | s? | & |8 | — | — :
’ BARAL YME TME VARASLITY
AL Se | 98 [ 120 | 122 j124 ; — '
1
0 GRS S
t !
0 [ — | — ] — ]~ - - .
TR I I P I - - | 2. SAME ABSORBENT LSED ¥ NO. 1,
aand ; NO COs - 120 MIUTES
L e B e AR Hh el W R N Y, L2
REST, i
VI BN U R S e -2 T
I | | sanane 4 NO COp - 120 MNUTES
| s f
o LS [ | [ [ 3. NO COx - 60 MINUTES
¢
| A
1 — - - © 6 SAME ABSORMENT USED ™G Y. |
- t i. MO €Ot €0 WATES i




3. RESULTS

3.1 Statistical Testing. An estimate of reliability has been obtained

for each group of data by applying the standard error of the mean.

statistical expression of reliability is used as shown ir the following

examples

Table II shuws the weights of pellet Baralyme used in the unmodified

canister to be 5.48, 5,42 and %.43 pounds, and the mean weight
is, therefore, 5.44 lbs. How reliable is this number? The
standard error of the mean is 0.04 lbs. The probability is two
to one that the real, actual value falls in the range of % one
std. error. The probability that it is within the range of

* two std., errors is 9 to 1. Therefores

range 5,40-5,45 lbsz 2 to } probability that the "resl"
value is included

range 5.36-5.52 1bst 9 to 1 probability that the “real®
value in included

This indicates that our weight data is highly reliable and
acturate to within a tolerance of better than 0.2 lbs. in
5% pounds total (11).

3.2 Relationshir of Canister Load and Swim Dyration. Step-by-step
reductions of the pellet Baralyme load ~ere rot made because the
size of the plastic rod inserts determined the loaaing magnitude,
not vice-versa (Table'T). The effectiveness of each mooification
was checked, however, in a step-wise, serial mannrer ‘Tatle IV}, Dats
is reported for CO2 cencentrations at 10 min. intervals, and time
data was noted for selected concentration interval. Combining the
weight infoimation ana the performance informaticn {Table V and

Fig. 3) fulfills the basic project objective. Figure 3 is uged

i this manner: enter with s proposed underwater swim duration to
obtain the corresponding oellet Baralyme weight requiresment. The
vertical distance (time units) betwoen the swimming duration curve
and the absorption system exhaustion curve provides 4n estimate

of canister time remaining once the weight-guration point has been
reached,

J.2.1 3% ‘ $ i . It is pussible that pellet
Bara'yme loadings may be reduced by up to one-half pound before
measurably functional losses occur, There are indications tha: the
sinimal modification is, fortuitously, a scre eftective system than
the stindard canis*er, #s judged by duration and gas flow resistance
characteristics. The ®120 min. duration !nad® is the mean valus

of sin experimental determinations, and s firmly established

8t 5.17 pounds (4.89-%5,45 pounds for 7 to 1 probability),

3.2.2 90 ain, Durats Ligdd. Tne curve of figure 3
indicates this tno be 4.8% Ibs. of pellet Baralyme. This is 0.79
pounds less than the established mean full loading capacity, and
0.52 pounds less than the 120 min. duration requirement,

15
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3.2.3 60 min, Duration Absorbent Load. The appropriate Figure 3 inter-
secting point falls at 4.00 pounds.

3,.2.4 30 min, Duration Absorbent ioad. The results verify the anticipation
that this relationship is non-existent. When absorbent weight has been

reduced until about 3.5 pounds. remain, the expired gas COs wavefront will,
in all cases, be deposited directly into the inhalation bag.

3.3 Effects of Modifications Upon Minute-to-Min Functional Indices.

Figure 4 illustrates the relationships of three sets of data. Reductions
of absorbent load have two effects: the curve is shifted to the left
(decrease) on the time scale, while it becomes increasingly steep, in
other words, with a lesser absorbent mass, the time to the breakthrough
poirt shrinks, and, once breakthrough is reached, deterioration to the
non-functional state accelerates:

ABSORBENT SWIM RESERVE
IGHT(LB) DURATION(MIN) DURAT I(N (MIN)
5.44 123 21
4.41 75 19
3.60 41 12

3.4 Gasflow Regjstance. Static pressures measured at the canister
entrance fitting are listed in Table VI. The differences between
observed values for empty and freshy-packed canisters indicate contribu-
tions of the absorbent load to the total resistance. Two patterns emerge
as use time increases: pressureseither stabilize and remain largely
constant, or they increase steadily. Figure 5 was constructed by plotting
calculated gas-flow resistances (cm H20/liter/sec.) against elapsed use
"ime. All values of gasflow resisiance pertain to the mean expired

was flow rate only, and the shape vi each curve, therefore, has been
determined by the observed resistance figures, Variations of flow

rates perhaps influenced the relative positions of the curves, but

this is not so readily accessed.

3.5 Underwater Swimming Tests. For reasons heretofore examined,

the limited number of these runs with diver-subjects was not expanded.
Table III includes the data for surface swims with an unmodified,
standard canister, and for three tests with the minimal absorbent
weight (2" rod) modification. A series of six working dives using
routinely-prepared, fully-charged canisters and granular Baralyme
absorbent has been reported for relevant interest, Three fundamental
observations derive from the listed resultss:

(1) There is a 50% variability from one swimmer to another, despite
identical ambient stress factors and work load imposition,

(2) Variability of this degree, appearing in a small sample panel,
was not anticipated.
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TABLE

PREDICTED PELLET BARALYME RE!

SWIMMING

(USING MODIFICATIONS OF THE U.
CLOSED CIRCUIT RIG CANISTE

SWIMMING DURATION PELLET 8
LIMITS (MINUTES) WEIGHT |
120 5.17
"no 4.9°
100 4.8
90 4.6¢
80 4.4¢
70 4.2°
60 4.0(




E X

EQUIREMENTS FOR SPECIFIED
DURATIONS.

J. S. NAVY STANDARD OXYGEN
FER AS DESCRIBED.)

BARALYME | PELLET BARALYME
(POUNDS) |LOAD REDUCTION (LB.)
17 0

37 0.20

32 0.35

35 0.52

19 0.68

27 - 0.90

)0 117
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(3) The dive which produced a duration endpoint nearly identical
to the mechanical-respirator endpoint constitutes an un-
expected result, suggesting that only guarded trust be aced
upon the conservative biases designed into the laboratoery
experiments. To promote a state of maximal diver safety and
effectiveness, and in view of he sparse subject panels generally
available for testing proced..es, the largest number of subjects
which can be assembled shou.d be tested, Kigid contrel should
be maintained on the applications of mechanical test results.

4, DISCUSSION

4,1 Redyced Canister lLoading, Experiences Previously Reported
4.1.1 Drager Clesed-Circuit Oxvgen Rig. Lanphier ()7) concluded that

reduction of either the canister volume capacity of the normal full-
charge weight of pellet Baralyme rendered the unit practically non-
functional, Canister loads epproximately 43-48% of full weight
capaity were consistently associated with reduced swimming durations
of 85-90X magnitude. Three distinct approaches to structural alteration
methods, productive of equal load reductions, were attempted, All
resulted in uniformly inadeauate and hazardous duration characteristics.

4.1.2 iving Uit Rese Re =60 ~
canister. An insulated, 2.3%-liter volume, 2500-gram capacity (5.5 1b)
evaluation canister was tested by serially reducing the granular Baralyme
loadings (13). Observations reported may be expressed as follows:

ABSORBENT SWIM DURATION % RECUCTION % REDUCTTON
WEIGHT (LB) (M{N) OF FULL WT. OF_FULL TIME
5.52 200 0 3
3.85 91 3% ol
2.65 31 52 8%

This study suggests that the effect upor duratior caused by .educed
logding will be in twsrs of som> multiple of the weight reduction unit.
Tre relationsnip, ons to the next, of the serisl weight reducticns is
rot linear, and therefore, one ientatively contludes that al' such
inftiol steps are almost ce-tain to ke 1n the Jirection of increased
hgzard, Referencing Huseby's vaiues to the greairv stressexy of the
presen. test iuggests that lower duratior resul:rs mould be observeaq,

Tt soems justified to presume that all attemnts ‘o manipulate
sbsorption svstess in this manner will be rewarded with similar
geometrically greater fuii-tiona) josses.

4.2 Reaistance Characteciatics and the Physioloqy of CO2 Intoxjcation.
AC:umulated knowledge of the ipe-trum of responses of wnrking underwater
swimmers to physio.ogica! stresses occurring wher high-oxyqen breathing
mixtures ars respired, indicciss that cormplex mechanisms are operative,
Canister functioning ~an influence these mechanisas by elther of two
ciscrote eftects, singly or by interactivn, (02 passage t' rough the
canister ‘nto th: inhaled nas is tic ~atentiy obviou: in{luence,

2




TABLE I

EFFECT OF MODIFICATION UPON RESISTANCE, APSORBENT VOLUME AND INTER-

ORANULAR  SPACE VOLUME
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MEAN BULK AND APPARENT DENSITY NELATIONSMPS

MEAN VOLUME DATA {LITERS)

SAK  OENSITY

' GRANS ABSORBENT/ | GURAME APSONBENT/
EMPTY ARSORRENT !m-mn
. CC. ARSORSENT

CANSTER CHARGE space . VoL

3.3%0 2800 0.70 0.732 0.948

—n P

2150 2.320 0.030 0. 701 0.952

2.0 1,980 £.930 0.608 +.008

.75 L850 0980 0874 0.50e

2.940 1707 0.853 0.636 0.984
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Significant resistance to gas flow through the canister is the other.
Reference to the data of Table VI and Figure 5 illustrates that
resistance increases toward a maximum as swim time increases.and,
therefore, ex-rts its greatest effects when the tired diver may be
least able to supply the compensatory ventilatory responses. Zechman
(21) and others have shown that compromised alveolar ventilation occurs
when expiratory resistance mounts. With this foundation, it can be
postulated that a diver using the so-called "60 minute load,*” for
example, can become 3 victim of acute CO2 intoxi~ation even though

this obviously~-inadequate canister still removes most of the carbon
dioxide. Sufficient experimental data to estimate how much real potential
risk is involved 18 not now available. However, the concept here
emphasized is that canister influences may be exerted by multiple
mechani sms.

4.3 Unanticipated Aspects of the Experimentsl Data. The observed
acceleration of progress from breakthrough to exhaustion which was

seen to characterize successive reductions of the zbsorbent weight
exceeded pre-test expectation, Retrospectively, this strengthens

the 0.25% COo endpoint selection. It also compromises the con-
servative blas factors of experimental design. The range of variation,
*individual variability,”™ occurring in the underwater swim tests far
exceeded the anticipated magnitude. Presumably, we are hereafter
obligated to assume that, should the test population be sufficiently
large, some examples of absolute canister exhaustion will occur very
early in the time span of the stress. It is axiomatic that individuals
sre, after all, individual. However, the basic mechanisms of life
processes and the limits imposed by physiological requlation are

common to all members of a species, and are basic to the universally-
encountered similarities of the species. It is recognized however,
that some healthy people consistently respcnd to stresses in a manner
or degree which is abnormal, i.e., outside the "normal range.” For

any individual, i% is just about impossible to predict that this can
occur, There are a number of well-known factors which are universally
recognized as significant for the diver and his safety underwater:
degree of training, proficiency and self-confidence, motivation, anxiety,
experience, etc, It seems inescapable to conclude that sooner or later
the chance meeting of a reduced-load canister which fails too rapidly,
with a diver who exhibits responses outside the “normal range®™ will
occur, A fatality may result. Thia conclusion, of course, leads to

an equally inescapable recommendations there is no justification
whatsoeve: for utiliziation of the reduced canister ioad concept.

4.4 Canister Testing Methods. There is no doubt that laboratory

evaluations are as basic to canister study as they are to the entire -
effort to advance any technology. Primarily, however, this should be
limited to basic design studies. Full evaluation regquires human
testing. This is essential and cannot be overemphasized. It is
ually essential to employ the largest possible groupe of subjects
in working, Bwimming trisls..




4,5 Fjiscal Motivation for Deplovment of Modjfjed Canjsters. A group
of 50 dives made with the specified 90-minute absorbent loading (Figure

3) will necessitate the obligation of about $75.00 for pellet Baralyme
purchases (at $-.32/1b). If the maximally obtainable packed-canister
weight was employed for each one of & second group of %0 dives, with
the unmodified, standard apparatus, the comparative expense would
approximate $87,00. Budgetary impact, would, tnerefors, be somewhat
less than $25%0 per 1000 dives. Not considered, but worthy of mention,
is the expectation that modification costs could be substantial, e.g.
at least $2-33 per canister per plastic rod.

5. CONCLUSIONS

5.1 Reduced Canister Loadings Zoncept and Practice. No consistently-

beneficial effects upon performance have been shown to occur with these
canister modifications wheress, conversely, progressively-mounting
compromise of the system seems to be inevitable. Fiscal advantages

are quite limited. In the absence of convincing justificaticn for
acceptance of the increased risks to personnel, it is concluded that
condemnation of this as a practice can hardly be overemphasized.

5.2 Reduced Canister Loading: Data. A potentially-useful body of
data has been generated. This data lends credence to, for example,

the claim that canister function and canister-volume capacity for
the expired tidal breath are closely linked (Appendix A). The total
impact of the data is, of course, of greatest pertinent impcrtances
it is the basis for conclusions that these canisters ougnht not to
be so modified,

5.3 Standard Closed-Circujt Rig Capjster. Provision of a starting
point for this study reguired that the unmodified canister be

subjected to the same stresses as used throughout all the runs,
Results of runs made with the standaera canister lead to the following
conclusions when uccd with pellet Baralyme, in manner similar to that
herein described, the canister function is adequate for at least two
hours of continuous underwater swimming.

5.4 Future Canister Desian-Fupction Studjes

(1) While laboratory-type investigators will continue to contribute
to the fund of knowledge, it i{s concluded that underwater swimming
studies, with the largest possible number of subjects are essential.

(2) No blanket condemnation o! attempts to modify existing canister-
absorbent systems would be sensible, but this is probably not the most
rewarding approach to the task, Establishment of project designation
and status for on-going canister study and development is suggested.

A mode of canister modiflicatior which could prove to be fruitful, and
which deserves feasibility testing, is the use of venturi-systems with
scuba canisters. This approach might elevate the present 25-30%
efficiency ceiling to the neighborhood of 90-100% (see Appendix Cs
Carbon Diozide Absorption System Design Concepts - Suggestions).
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5.5 FEuture Phvsioloaical Studjes. Full exploitation of absorption

systems information is prevented by the absence of a firm uncerstanding
of several human factors, Studies such as those listed, following, are
suggested to nar:ow the information gap which separates engineering

and physiological sciencess

(1) Tolerance to breaihing resistance loads should be investigated so
that apparatus specifications can be established on a firm and rational
basis.

(2) Concurrent gquantitative study of the effects of expiratory resistance
upon alveolar ventilation and carkon dioxide elimina*ion could be
undertaken,

(3) Verification of the predisposition for CO2 retention and acute
respiratory acidosis when 100% oxygen is breathed during underwater
swimming is long overdue.

(4) Inquiry into the mechanisms governing the phenomena of response
variabjility to respiratory gas tension and breathing resistance stresses
is needed to define feasible selection characteristics.,
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APPENDIX Az CALCULATED INDICES OF ABSORPTION SYSTEM FUNCTION

1. 1 ac Ac ‘ of Expired Gas.

(1) The center grouping of figures of TableVI includes the mean data fors
measured canister floodable v-lumes; measured pellet Baralyme absorbent
charge volumes:; computed intergranular space volumes. Although the last-
noted parameter has been presented as if it was equivalent to the simple
arithmeti¢ difference of the first two volumes, this is not completely
accurate, It has proven to be s useful compromise, however, in studying
the relations of the several canister modifications one-to-another insofar
as this particular parameter is concerned, The complexities which would
be encountered in an effort to measure the true void space of a packed
canister are appreciative. The method is in part analagous to the pore
space estimation related in paragraph 1.2. It has been suggested by
Adriani (1) and others that intracanister-gas space should be of such
capacity to accomodate any expired tidal volume. This would ensure

that the whole of any expired breath (except the end-tidal portions)
would be exposed to and acted upon by the chemical absorbent during the
succeeding inhalation and post-inspiratory pause phases of the respiratory
pattern, Occurring as a function of the normal expired breath flow
pattern is an advancing wavefront of considerable carbon dioxide content,
High peak expiratory flows and large expired tidal volumes may in some
circumstances, therefore, lead to actual dumping of CO2-rich gas beyond
the active absorbing surfaces. An example of such a situation has,

in this study, proven to be the reduced canister load.

(2) The total intracanister space available within the packed canister
is conventionally divided into two subvolumes,

1.1 Vold Space. The spaces between adjacent absorbent particles, ang
between particles and canister structures are regulated primarily by
particle size, particle shape, and the methods employed in canister
packing. A colm~ of Table Vi headed, "Intergranular Space"™ reports
these computed values.

1.2 Pore Space. The microscopic-dimension channels which invade and
indent the surface of each pellet summate for all the pellets present
into the pore space volume. This volume is determined primarily by
the manufacturing process, as it varies inversely with the absorbent
density. Since the surfaces at which the chemical reactions of COp
elimination take place are those which surround and form the pore
spaces, it follows that pore-space volume will decrease as usage time
mounts and the water of reactior ¢nllects. bBrown's method (2) for
determination of the pore-space volume per gram of .bsorbent was
employed to evaluate a representative vellet Baralyme sample. The
details of this procedure will not be reproduced, because the methods
employed by Brown are so comprehensively related in his reports. In
general, the order of events is to first determine the weight ot the
samgcle of absorbent, then the volume of the same sample and, finally,
the pore volume of the sample, The pore-volume estimation requires
the assumption that the pores can be filled with selectec organic
fluids of known specific gravity (capryl alcohol, S.G.=0.820)
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OR C ATJON RUN 41 RUN K2
weight of volumetric flask, grams 18.20% 17,355
weight of flask & absorbent, grams 31.800 30.510
weight of absorbent, grams 13.595 13.15%
weight of flask filled with 2bsorbent 46,605 45,465
and capryl alcohol, grams
volume of capryl alcohol, ml. 18.05% 18.23%
volume of absorbent sample, ml. 6.945 6,765
computed specific gravity of absorbent 1.958 1.945
(mean) (1.9%2)
weight of flask and dried absorbent 32.875 31.845
sample, grams
weight capryl alcohol retained in 1.075 1.33%
pores, grams
pore volume 1.31i 1.628
pore vulume per gram of absorbent, ml. 0.096 0.123
(mean) (0.110)

1.3 Eatimation of Total Intracanister Gas Volume

(1) Computed values for the pore space of the absorbent, and for the v.ic
space of each canister-absorbent modification can nos be presented. ,
Without regard to the degree of precision which characterizes ti..se i
numbers, their applicetion to absorption system design will alsc be &
fllustrated,

s C N R U1y A PER SRR U )
L ke s A

CANISTER PELLET BARALYME PORE VOL. vOID VOL. TOTAL, PORE & .

unmodi f1ed 2458 0.270 0.750 1.020
1* central rod 2212 0.243 0.830 1.073
LY central rod 1993 0.219 0.930 1.149
1.75* central rod 1880 0.201 0.890 1,091
2* centra) rod 1628 c.179 0.353 i.032 1

08 T

(5} Comparisons of the total intracenist  gas volumes thus computed with

ithe expired tidel volumes presented to the canisters snows that, {n all cases,
the volume requirement was more than twice tha volume capacity. The basis
for this emphasis rests on the validity of the canister design precept
regarding cepacity to contain the whole of 21 expired tidal volume,




CAMISTER TOTAL INTRA-CANISTER MEAN TIDAL RATIO TTDAL

CONFIGURATION GAS VOL. (LITERS) VOL., LITERS  ¥OL. IC GAS VCL.
unmodi fied 1,020 2.48 7.43
1 1,073 2.17 2.0%
1.5" 1.149 2.77 2.41
175" 1.091 2.62 2,40
2 1.032 2.62 2,54

Unfortunately, no fimm conclusion can be founded upon these figures
because of the variations in tidal volumes which occurred. Several
criteria of good absorption system performance, as reported in this study,
were best satisfied by the one-inch central rod modification, However,
the smallest tidal volume stresscs also were observed in this category.

2. Bagic Cepsjderations of COo Elimination. The factors which interact

to determine the system performance characteristics can themselves be
combined and condensed to four entries. These are:

(1) gas-stream concentration of the component tc be eliminated

(2) component-absorbent contact time

(3) physical state of the absorbing surface

(4) rate constant governing the gas-solid chemical reaction kinetics

The first two entries of this tabulation have just been discussed, A
brief consideration of the remaining pair of factors, in terms of the
values of absorption efficiency here observed follows (below).

3. Cane nd Efficiency Crmputat'® g

3.1 Baralyme-Carbon Dioxjce Reaction. Pellet Baralyme is a proprietary
mixture of 20¥ barium hydroxide octahydrate and 80¥ calcium hydroxide,

The compressed pellets are formulated without inert binder. The reaction
sequence iss

(1) Ba(OH)2 « 8HO + COy ————> BaCO3 + 9H2O

(2) 9Hx0 + 9COp ————3  IHLO3

(3) OHACO, + 9Ca(OH)p ————  ¢7aCO3 + 18HL
3

Practical significance attends that last noted reaction product: water.,
Depending on canister design, it may become an important progenitor of
trans-canister gas flov resistance, caused by caking of wet contiguous
masses of the chemical. The theoretical absorption capacity of pellet
Baralyme can be shown to approximate 225 grams of COy per pound of
pellet Baralyme or 0.497 grams COp/gram pellet Baralyme. {Additional
discussion of the importance of the water of reaction and of other
chemical properties can be found in Appendix C.)
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3.2 Calculation of Ahsorption Effjiciency

3.2.1 Method. TableVIIlists values for efficiency of CO2 absorption
calculated from the experimental data. For purposes of the computation
it was necessary to assume a time limit for 100% absorption reacting,
The observed time to breakthrough was applied in each case. lhe
calculation protocol censisted of the following stepss

(') £O2 production LPM, STPD}(Time, min.) = (O, absorbed, g%TgRss
p

(2) {COz absorbed, liters, STPD)(1.9768 gm. COp/liter COp) =
L0, absorbed, grams

(3) (Pellet Baralyme Wt., grams)(0.497 Gm CO2/Gm. Baralyme) =
CO2 absorption capacity, grams

(4) (COp absorbed, grams/COp absorption capacity, grams)(100) =
X absorption =fficiency

3.2.2 Rgsults. These are reported in Table VII . OCbviously, these
calculated quantities representing total COp absorbed

have m2aning only in a relative sense. It is seen that the efficiency
values fall within the customary range and, perhaps, this suggests
that the calculated totals for COp absorption used in these
computations can be taken as estimates of the true values. Attention
is called to the 2% absorption efficiency level of the one-inch
central rod modification, This is, essentially, unchanged from the

~ control quantity.
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COMSITED INDKES OF ABSORBENT SYSTEM  FUNCTION

S TOTAC COa d250REET |
™ \,ml' ] a L
LIYm LSYP(! e \mm Cont o

PSR

1223

SR A S
2 i
e :
!
:
]
;

¥
'
i
i
H

. .
w l.s“ctrmug R g
P s cownae oo “yan
5% CENTRAL MOD | 95
: wEAN 2.9 "7
LISPCENTRAL ROD [ b | M we
L75° LECctRAL D } < Mo P
N t - ‘ R ; R b
fiaccewria mos L 3 e £ T e
Pega 0 mae we L TS
>~ i o - .
o FemTML Mo 5 =R e e
i { S .
CINTAL NGB o | oeea | e wa i
Tepama o | 3 | @S i owas S
’ o : L 3
R R
L IO IS S H e
| SR B SN SRR S




DEFIVATION DATA FOR WEGHT~DURATON CURVES
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APPENDIX Bs DERIVATION OF AN EQUATION TO RELATE ABSORBENT WEIGHT AND
DURATITN
Y. Latg ight- ion Curv ing. The general shape of each
of the curves reproduced in Figure Il suggests that a linear plot would
result from 2 log-log paper data fit., Preliminary to this additional
study was the need to select a suitable series of co-ordinstes.. Ten
absorbent weight dats points where chosen from the experimerital
results. The only standarc employed for the selection was the aesire
to use both extremes of cbserved weigh* magnitude, and between them
to obtain representative intervals of weight changes. Following,
below, is a table which lists these ca*a points. Ranking is from
highest to lowest measured absorbent weignt. The right-hand columns
report changes of a parameter, e.3., weight, F>th as an absolute
reduction of tre full load (pounds) and as a proportion of the full
load (percent). It was noted, empirically, that curves or ecuations
for these values express the interreiationships of weight and cduratior
accurately, while supplying added attention to the terminaily-accel-
erating functional reserve duration shrinkage observed with the
smaller absorbent loadings.

ASSCHBENT S i e NG RESESVE WE IGHT S&IM DUR  RESERVE

MEIGHT(LE) DURATION(MIN}  LURATICON{MIN) REDUCTION REDUCTION REDUCTION
%.48 ib. 136 min. 22 min. 0 1b{0K) 0 ain{CE) 0O min(0%)
5.44 123 i9 0.04(0.7) 13(9.%) 3(14)
5.17 122 22 0.21(%.7)  14{10} 2(0)

4,84 1i4 21 0.64{12) 22(16) 14,5
4.46 82 14 1.02(19) %4{40) 8{36)
4,4} 7% 12 1.67(20} 6i(a%} 3(14)
4.3 &7 ‘o 1.120013 69(%1’ kIS T X
4,0% 0l i 1.43(26) 73{54) 7(32)
3.84 54 14 1.64{30) 82160) 8(36)
3.62 %2 11 ©1.86{33) a4 (6%) 11(50)

2. Ogrivation Method. Weight-cdur tiom plots were placed or 2 cycle £

3 cycle logarithmic paper. Although a3 simple methad-of-estimiates procedure
was employecd, the cbserved linear data fit was assumed to represent at
least a paralle! approximation of some true fit. Therefore, the peliiet
Baralyme weight-swisming duratior. -eistionship should be described tv an
eguation based upor the general exnression for a logarithmic curves

Y= ax” ,
By teking the basa ten logarithms of each factor the expression can be
sade to adhere to the form of the general linesr expression (Y = a2 + mX)s

log Y = log a * nlogX
Processing of matched data pairs enabled slope factors () ana y-axis

intercept factors (2] to be derived. The equation predicting duration
as & result of pellet Barelyme weight was detemmined to bes

log time, ain. = {1.394)(2.740 log weight, 1b.)
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3. Agplication Validity. Two indepengent sets of data +hich were

produced by experiments comparable to theose of the present Study were
Jsed to exasine the validity of this expression. It appears that this
simple, non-rigorous treatment does precict the direction and intervais
of 2 series of changes superimposed upon a common, basic system
structure, Ewphasizing that absorption system design is susceptitle
to orderly treatment, based upon firm bioengineering data, was the
fundamental objective of these computations, and mathematical
sophistication was not airtempted, That a logarithmic relatiorship
characterizes the weight charge-swim ¢.~atior curves is of itself,

of course, of the utmost importance to ary swimmer contemplating
Open-sea deployment of a compromised absorption system,




APPENCIK C: CARBON TIOXIDE ABSORPTION SYSTEM DESIGN CNCEPTS: SUGGESTIr o

1. Conventional and Theoretical Chemical CUs Absorbents. Primarily ty
virtue of a chemical-family gqrouping, it is conveniert to classify
chemical CO, removing agents irto four categories, The causticity
properties typical of these groups, tngether with tne cumulative
practical evperience in the utili®y of certain chem.cals, orovides 3
basis for group study of numerous indiviaual substances,

{1) HYDROXIDES OF MOL. WEIGHT OF SOLUBILITY (GM/i00 ML.)
ALKAL INE METAL: THE METALIC ELEMENT  COLD WATEF HOT WAIER
cesium, CsOH 132,905 39%5.5(157) - - -
rubidium, RbOH 8%.47 180.0(15°9 - - -
potassium, KOH 36,102 107.0{15°7 178.6(120%)
sodium, NaOH 22.989 42.19(0%) 347,72 {10%)
iithium, LiOH £.939 12.7(c%3 17.5(1007)

(2) HYDRUXIDES OF
ALKALINE EARTH METALS

barius, Ba(OH)2°8H0 137.24 5.6000(15%)  94.700(797)

strontivam, Sr{0H), 87.62 0.4100(0°3 21.830(100")

calcium, Ca{OH) o 40.08 0.18%0(0°3 0.c77{i.0%3

magnesium, Mg(OH) o 24.31. 0.0009( 1872 0.004{100%)
3) ADSORBING AGENTS {4) MISCE;AEQS

. lica gel, anhydrous aencrid

charcoal, activatea organic amines

nolecular sieves ior-excrange Tesir

2. Sumpary cf COo Apsorption “rem.stre. Tre affinivy of 2 pase laixall)
to react with carbor diozide (s a property of the setalic elemert ir-
volved in hydroxide formation., Itis, in zurn, (s de*er:ine? Ly the
position of the meta]l ir the eleitromotive series. The 3lke:ine met i~
(qroua 1, above) include the mcst active hydrorices because they o1lupy
superior positions in the electromotive series. Cloemon to wmcs. of *he
reaction sequsnces is the prelimirary step cf e:ter-COy combiratior,
yielding carbonic acid, {Therefore, some water ought tc be avatlitle

from the absorbent itself, ot leas: at the start.) Dissociatior of
carbonic acid into hydroger and pilarborate ions cciurs, whije hydroxyl
fons are supplied bv the onized alaalire absorbent, The neutralization
of cartonic acia is typically exothemmic., Trus, the familiar atsorption
reaction characteristics of exothermia 4nd wa'er aCcaulation are

- nct unanticipated., Deserving of emphatis {s tne Righ solubility in

water of both socium and potassium hy roxides; given a3 source of humid qgas,
gaturated solutions can oe producesd. Lariua hydroxide, corversely, while
known to ionize to an extert similar to that of sod.um hydroxioe, does

not produce hignly caustic solutiors with mater because {2t [y, comparatively,
rather poorly soluble. Observed deqgrees of causticity relats clirectly %¢
solubii®ty.




2.1 Alkgline Metals. Although it cortains one of the less reantive
elemenis of *his group, sodium hydroxide is extensivelv utilizea
because it is :elatively irexpensive ana easy to prosuce, Potassium
hydroxide possesses a comparable cearee of causticity, but {% is
probably somewhat less adesirable for CO, absorptiorn p.rposes hecause
of i*s hygroscopic properties, Lithium nydroxide has been extensively
appliea to fulfill closec-atmosphere system U0~ absiipLion recuiremer tes
ir submarines, This chem.cal iec less soluble anc loses activity as the
water of reaction accumulates, It has proven satisfactory fo. submarire
requirements and may be used either within the canisters of portab” -
blower d4ssemblies cr by manual spreading technicues, The low mnlecu.ar
weight of lithium may make this absorbent particularly suitable for
scuba applications. It js,relatively, non-caustic, 2 is well knowrn
to produce an irritating chemical dust.

2.2 Alkalire Easth Metals. Barium and calcium are widely applied for

CU, atsorption purposes. Although strontium is more active, chemically,
thar calcium, it is far less abundant in nature. Magresium tas well

as alucinum, zirc, copper, silver and gola) hydroxide is too relatively
inactive to be cuitable.

2.3 Adsorbing Agents and Miccellaneous Absorpept Oroyps. Attendirg
practically eaci agent listed are objections to its applicabiiity for
use in SCUBA caniscers. This is especially in reference to contem-
porary canister system characreristics, wnich are prokably not
adaptable for use with these chemicals. The properties cof causticity,
toxicity or efficiency are not uniformly optimal efither,

2.4 Suqgested Parameters for on Improved Angorbent for Scyba. The
obiections to using hydroxides of alkaline metals rests with their
potertial tc react with {d.1scive ir) water, producing dangerousiy
caustic solutiors. Peilet Baralvme, Ea(OH)2:8Ha0-Ca{OH) >, i3 practically
free of the risk just note, The Caustic Chemicals readiy nino al}
available water ir solutionz., Tn comparison, the water of reaction
liberated by Baralyme ofter irnitiates faceplate concensation when
erpioyed with tne U. S. Naey cgecp sea Helium-Uxygen carister, [t las
been sujgested to the author (ZUR K.D., RURKMA', (MY, USN, persora)
communicationt that the p sibility of combir.ng 3 less-caustic
dikaline meta! bydroxide with a prover moisiure abscrbert couls
produce an advinced atsorptlio: material. Lithium hycroxige angd
#ctivated charce:l might be thusly investigated., Absorbert character-
Cisticy of shape, e.q., cellets ur cranules, hardness, Justing precl v-
Cities, etc, retain t.eiy signif, arce ans should e corsidered an
influencing  hannelir; terdencies ar3 res ;starze effects when maten

to a canister,

RYIE

vapid 302 neutralizirg capability
|moderate exdthermia
no excess of water remnval or asgitior
resistant to waterioqaing with cortirued use
l1ight to moderate weiaht {absorbert wt./vo)ume)
sufficient hardness and aensity to res. st dusting,
breakage, whlle maintaining pore volume

large (O, absorption capacity
low order of causticity: no toxicity; ocdor free
long shelf life; economical cost
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3. Can Consjde jon
3.1 U, S, Navy Expeximental Diving Unit Studies. Duffner's impressive

theoretical treatment has been cited mo-- than once in this report.
Suggestions for canister design criterie were coupled with functional
parameter estimates and recommendations for testing procedures. As
noted earlier the end-points promulgated by Duffner seemed excessive,
and were disregarded, but the greater portion of his ideas are valid
and importont, and could have been applied to the closed-circuit rig
canister,

3.2 Canister Size and Shapes Degign Congiderations and Suggestions.
The primary factor within this category, and which is of equal

importance for all canisters irregardless of shape configuration, is
the provision of an intracanister gas space equal to any encountered
tidal volume. Because the pore space volume is not a constant
quantity, diminishing with use time, it ought not to be included

in considering available intracanister space. Provisien of sufficient
intracanister gas volume exerts priority over all other design
parameters, Total size can now be as large or as small as desired.
Canister orientatior (vertical or horizontal) is immacerial if the
absorbent is firmly packed; the direction of gas flow passage, and
the provision of baffles, bypasses, and insulation are each of
optional significance, Factors which may influence these decisions
will, of course, includer the tendency of the absorbent to cake

and othery, relateu absorbent-canister interacting mechanisms which
determine channeling potentials and the development of gasflow
resistance to other than the most minimal magnitude.

3.3 Specific Suaggestions for Study. Two radical departures from

current U, S. Navy scuba rig canisters would appear to be worthy of
study. Each can, potentially, provide prolonged durations for use,
but by differing means. Two canisters, end-to-end, in a series
arrangement, might postpone the first ‘rans-canister passage o:
important concentrations of CO2, The distal canister would not be
expected to participate in COp elimination until failure of the
upstream one was progressiny., The second approach to be consicdr~ed
would be based upon a Venturi -~circulation device. It might be
‘earned in this manner, if 90-.00% of the absorbent capacity’
for CO2 could be utilized. Current canister systems commonly realize
only 25-30% of thelr potential.
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APPENDIX Ds EVALUATION AND APPLICATION OF
THE U. S. NAVY EXPERIMENTAL DIVING UNIT MECHANICAL RESPIRATOR

1. Estimation of Peak Flow Values. The sole existing reference source
for all descriptive and operaticnal information pertaining to this
device is U, S. Navy Experimental Civing Unit Research Report 2-61 by
Janney, Gwinn and Avila (14) . The authors' intent was to mimic human
expiratory flow patterns by superimposition of the effects of a positive
motion cam upon the sinusoidal flow pattern of the thrust arm. Howe:-r,
no actual flow pattern data was reported. Estimation of the peak,
instantaneous flow values characteristic of sinusoidal gas-flow delivery
w3s performed with the sinusoidal waveform curve, expressed bys

E{max) = E(average) /0.637
E(max) = amplitude of sinusoidal cycle
E(average) = average amplitude of the cycle

The constant, 0.637, is pi (w) divided by two, Since the average value
must be defined for half-periods the /2 constant is used {the average
value of a full period is zero for true sinusoidal waves). Rearranging
and Jdefining terms givess:

V(max) = V(mean)/0.637, in which
V(max) = peak expiratory flow (LPM, STPD}, and
V(mean) = mean expiratory {iow (LPM,STPD)

The product of tidal volume and time period needed for its delivery
(half cycle) is equal to mean flow. This is seen, as followss

V(max) = (V1) (Time) /0.637, in which
Vi = liters/breath
Time = (breaths/second) (60 sec/min)

Respiratory freouency was constant at 10 breaths per minute for all runs.
The half-cycle time corresponding to this is 0.334 breaths per second,
Maximum flow, then, was computed according tox

V(max) = (v1)(0.334)(60) /0.637, or
V(max) = 31.4V7

- Values calculated for each run are listed in Table I. The largest of
the three positive motion cams was utilized exclusively, and the
computed delivered flow maxima which resulted are judged to be
representative of real values. This constitutes a stress to the
canister-absorbent system in excess of that occuring uhen only square=~
wave flow is produced,

2. Expectations of Respirator Output. Following is a brief 1isting of
information, of parochial value, to quide in the selection of
respirator variables. The reasons for presenting approximaste delivery
prodictiono only will be discussed in the final paragraph below.,
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CAM NO. CYLINDERS APPROX, QUTPUTs LITERS/CYCLE
small 1 0.5
small 2 1.0
small 3 1.5
eedivm 1 1.0
aedium 2 2.0
sedium 3 3.0
large 1 1.2
large 2 2.4
large 3 ‘3.6

3.1 “0" Ring Sesls and Jubrication. Without meticulous lubrication with
2 moderately viscous fluid, failure of the ®"O"-ring seals soon occurs,

especially {f the machine output is encountering any flow resistance

at all. Series 10-25 halocarbon o0il was empirically determined to be

satisfactory, and wes applied by rotating the rings in shallow dishes

of the ofl. The horizontal dispositiun of the three parallel cylinders
seemed to predispose, as a gravity effect, to loss of the lubricant

from the superior arcs of the rings. The resulting relative incompetence
of the piston seal will diminish the stroke volume output of the res-
pirator.

3.2 Cycle Counting and Recording. Mention of the convenience and
utility to be derived from a simple digital counting device is
appended here in order to record the impression of its worth, per
se, and to note the ease with which it could be adapted and attsched.




